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Abstract

Introduction: In this study, we described a positioner which allows a combination of preoperative plan and
intraoperative insertion of the cup to improve the reconstruction of the rotation center of the hip.

Materials and methods: A retrospective study was conducted on 32 consecutive patients (group A) using this
positioner and 40 consecutive patients (group B) using conventional method; radiological parameters and clinical
measurements before operation and at last follow-up were collected and evaluated.

Results: Group A had a reconstructed center of rotation (COR) that was 0.19 mm closer to the anatomic COR
in height (P < 0.005), compared with group B with 3.45 mm vertical dislocation. There were no statistically
significant differences in the horizontal displacement between the two groups. The accuracy of cup
inclination was 42.14 ± 3.57 in the group A and 38.73 ± 7.65 in the group B (P = 0.015). The accuracy of cup
anteversion was 14.82 ± 1.44 in the group A and 13.08 ± 5.95 in the group B (P = 0.082). All cups in the group
A were radiologically stable, while one cup in the group B was radiologically unstable and was successfully
treated with second-stage revision. Both of the groups obtained a higher mean postoperative Harris Hip
Score.

Conclusions: Utilizing this positioner helps to restore the COR position more precisely and provides
satisfactory radiological and clinical outcomes in the short term, and more studies are required before its
widespread adoption for complicated cases.
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The total hip arthroplasty (THA) has been one of the
most effective and successful treatments of hip disor-
ders in terminal state [1, 2]. Reconstructing the opti-
mal biomechanics, especially for the rotation center of
the hip (RCH), to get the better longevity of implant
and clinical outcomes has been received more and
more attention [3, 4]. Although numerous advances in
technique and prostheses have been achieved, investi-
gators have addressed the prevalence and etiology of
dislocation after primary THA in most previous clin-
ical studies [5, 6]. The position of RCH, which de-
pends on the position of acetabular cup, influences
abductor muscle function, soft tissue balancing, joint

reactive forces, range of motion, liner wear rate, im-
plant stability, gait, and, consequently, patient satisfac-
tion and clinical outcomes [7, 8]. However, RCH is not
a definite anatomical structure, and its position rests
with variables of acetabular cup depth, height, and an-
gular position (anteversion and inclination) [9, 10].
These variables are able to be obtained on the postop-
erative X-ray of CT via many kinds of ways, but the
methods that help to definite the position of RCH dur-
ing surgery are seldom, mainly relying on experience
of the surgeon, which attributes to great differences of
accuracy rate of RCH between different medical cen-
ters [11–13]. So a simple, reproducible, and affordable
method is needed to resolve the problem. This study
introduces a RCH positioner based on preoperative
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CT model and 3D printing to assist in locating the hip
joint center during operation.

Patients and methods
Patient selection
This retrospective study was conducted with the approval of
the Ethics Committee of our institution, and all patients were
informed and provided consent preoperatively. A total of 72
hips from 72 patients with unilateral hip lesion and without
pelvis and spine malformation who underwent primary
THA for osteoarthritis, femoral neck fracture, and osteo-
necrosis of the femoral head at our institution between
March 2015 and July 2017 were included. One single recon-
structive surgeon at our medical institutions completed these
operations. We examined and regarded 32 consecutive hips
in 32 patients (22 females and 10 males) who utilized this
new technique and who were diagnosed with osteoarthritis
(n= 2), femoral neck fracture (n= 12), or osteonecrosis of
the femoral head (n= 18) as group A, and the others who
utilized conventional ways to determine RCH as group B
(n= 40, 28 females and 12 males) and who were diagnosed
with osteoarthritis (n= 3), femoral neck fracture (n= 15), or
osteonecrosis of the femoral head (n= 22). The average age
of group A at the time of surgery was 66.8 years (range 32–
87), and the average follow-up period was 1.8 years (range
1–2.6 years). The average age of group B at the time of sur-
gery was 67.3 years (range 35–85), and the average follow-up
period was 2.2 years (range 1.2–3.4 years).

Design of the positioner
All 3D models of the acetabulums and positioners were
established by one single technician, which were based
on the data obtained from computed tomography scans
at 1-mm intervals and then imported into Mimics. And
when establishing the positioner, the acetabulum is
regarded as part of the sphere; then, fit the different size
of the diameter of spheres with the acetabulum and
chose the sphere with suitable diameter and the max-
imum ground contact with acetabulum to obtain the
center of the sphere (O) and sphere diameter (R). Ac-
cording to the inclination values of 40° and anteversion
values of 15° [14], determine a positioning line(H)
through O and R, and the intersection of the H and
acetabulum bottom was the intraoperative grinding cen-
ter (C). The positioner was composed of three compo-
nents: cylindrical center hole (A), two or three arc
brackets (B) based on the condition of ossification of
acetabulum edge, and clamp groove (D). The direction
of the cylinder-shaped hole needed to be consistent with
the direction of the positioning line (H) to determine the
direction of intraoperative Kirchner wire, and at the
same time, the distance (R’) from the lateral border of A
to C needed to be recorded to determine the grinding
depth (Figs. 1 and 2).

Surgical technique
All operations were conducted through the Hardinge ap-
proach by a single trained surgeon. All the acetabulums
were reamed sequentially into an approximately hemi-
spherical shape until reaching viable host bone.
For the traditional technique, transverse acetabular

ligament and cotyloid fossa were the common reference
for investigating the location of intraoperative grinding
center. While for reaming orientation and depth, surgi-
cal experience was always the main reference, which was
especially significant for reaming concentrically with dif-
ferent sizes to ensure acetabular steady.
For the new technique, capsule flaps were needed to

be removed to the host bone during operation, accord-
ing to the relative locations of clamp groove and acet-
abulum, and then fix the positioner on the edge of
acetabulum. After that, a Kirchner wire with scale was
pulled through the cylindrical hole, and C and reaming
direction (H) were obtained. Then, take out the pos-
itioner and K-wire, and the acetabulum was reamed se-
quentially into an approximately hemispherical shape.
In the interval of changing reaming size, the orientation
and depth were reconfirmed with installing positioner
and K-wire to avoid intuitive error until the prede-
signed scale on K-wire reached to A.

Radiographic preparation
All the radiographs were obtained by well-trained and
experienced technicians in a standardized manner as fol-
low: patients were supine on the photography table, with
median sagittal plane coincided with the cassette mid-
line, and the lower limbs were fully extended and were
placed in internal rotation about 15°. The X-ray projec-
tion was centered over the point 3 cm below the pubic
symphysis midpoint with a beam-patient distance of 100
cm, and the beam was vertically injected into the cas-
sette. Only standard bilateral hip anteroposterior radio-
graphs were gathered, including isometrical bilateral
obturator foramens, the tip of coccyx locating at the
level and in the center of the pubic symphysis, and lon-
gitudinal axes of bilateral femurs parallel to each other
and to the longitudinal central axis of the pelvis (Fig. 2).

Radiographic measurements
The radiographic measurements were analyzed on a
consensus basis by three authors who did not perform
the procedures using AP pelvic radiographs from the pa-
tient’s initial postoperative visits (typically between 2 and
6 weeks). The differences of measurements, including
vertical RCH displacement, horizontal RCH displace-
ment, anteversion values, and inclination values between
the operative side and non-surgery side were assessed.
In this study, the center of the prosthetic femoral head
and femoral head of the unaffected side were determined
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Fig. 2 C is the intraoperative grinding center, and H is the direction of Kirchner wire, that is to say, the direction of grinding (a). R’ is the depth
between the lateral border of cylindrical center hole and C (b)

Fig. 1 The best-fit sphere model implanted in the true acetabulum in Mimics. a Center (O), radius (R), reaming center (C), and the positioning
line (H). b The positioner with two and three brackets (c, d). Diagrammatic drawing of the positioner and relevant parameter (e)
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to represent the reconstructed RCH and anatomical
RCH. We measured the positions of the reconstructed
RCH referring to the ipsilateral teardrop and the un-
affected side RCH as the absolute and relative positions
respectively. An interteardrop line was drawn connecting
the most inferior borders of the two pelvic teardrops. All
vertical absolute measurements of both sides were made
from the interteardrop line. All horizontal absolute mea-
surements were made from a line perpendicular to the
interteardrop line, which passed through the center of
the teardrop. The relative positions were determined as
the vertical and horizontal distances from the recon-
structed RCH to non-surgery RCH. Then, set up a co-
ordinate system with O1 as the origin, denoting RCH of
non-surgery side, and obtain the relative values by sub-
tracting the non-surgery side values from postoperative
ones. The circle with a center of O1 and radius of 5 mm
was made as the “target zone.” The anteversion angle
and inclination angle were the angle between the acetab-
ular cup edge and interteardrop line and the angle be-
tween the vertical line of the coronal plane and the
acetabular cup edge respectively (Fig. 3).
In the clinical assessment, the Harris score was

assessed preoperatively at the final follow-up. The degree
of postoperative improvements was classified according
to this method as a very good improvement, good im-
provement, fair improvement, and failure. Radiological
failure was defined if the acetabular construct was evalu-
ated as unstable [15]. Postoperative complications and
reoperations were also recorded at each follow-up. Clin-
ical failure was defined as the demand for further acetab-
ular revision for any reason [16].

Statistical analysis
The proportion of patients who meet the re-construction
criteria was calculated. Comparisons were performed using
chi-square tests for categorical, Mann-Whitney U test and t
tests for continuous variables. A P value of < 0.05 was set as
the threshold to determine statistical significance for the re-
sults. All statistical analyses were completed using SPSS
version 21 (IBM Corp., Armonk, NY, USA).

Results
There was no significant statistical difference in patient
demographics and baseline characteristics between the
two groups (Table 1). The mean Harris Hip Score of the
two groups were both improved at the final follow-up, but
we found no significant difference between the two
groups. One case assessed as showing a fair improvement
in group B had dislocation of prosthesis that occurred 6
months after surgery, and the patient was successfully
treated with manual reduction. No other cases underwent
additional surgical treatments in the follow-up period.
In the radiographical assessments, according to the stan-

dards of RCH reconstruction defined by Lewinnek, the
anteversion and inclination of all cases in the group A and
22 of the 40 cases (55%) in the group B fell within the dot-
ted lines (Fig. 4). The inclination angle and anteversion
angle of the cups in group A were 42.14° ± 3.57° and
14.82° ± 1.44° respectively, while those in group B were
38.73° ± 7.65° and 13.08° ± 5.95° respectively (P > 0.05)
(Table 2). The scatter of vertical and horizontal dislocation
deviated from the targeted zone by 5 mm is shown in
Fig. 5. The mean vertical dislocation of the RCH in
group A and group B was 0.19 mm (range − 0.88–

Fig. 3 A preoperative radiograph showing osteonecrosis of the right femoral head (a, b). The anteversion angle, inclination angle, and vertical
and horizontal displacement on the follow-up radiograph taken 1 year after right THA (c, b, d)
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0.86 mm, SD 0.50 mm) and 3.45 mm (range − 4.88–
8.30 mm, SD 3.46 mm) respectively. The difference
was statistically significant (P< 0.05). But there was no
statistically significant difference in horizontal disloca-
tion between the two groups, which was − 0.04 mm
(range − 3.05–2.29 mm, SD 1.55 mm) and 0.43 mm
(range − 3.34–2.06 mm, SD 1.54 mm) respectively. All
cases in group A and 24 of the 40 cases (60%) in the
group B fell within the target zone (Table 3).

Discussion
The position of COR following THA is an essential factor
that affects the clinical outcomes and longevity of pros-
thesis [17]. Malposition of RCH may eventually lead to
pseudosubluxation [18]. Superior or lateral placement of
the cup as a risk factor may result in aseptic loosening of
the implants, discrepancy of the leg, bony impingement,
and decreased abductor muscle tension [19–21]. In
addition, an increase of more than 45° in the abduction

Table 1 Patient demographics and baseline characteristics

Group A (32 hips, 32 patients) Group B (40 hips, 40 patients) P value

Demographic characteristics

Age* (year) 66.8 67.3 0.856*

Female/male 22/10 28/12 0.909#

Height* (cm) 168.4 ± 6.5 167.1 ± 8.3 0.471*

Weight* (kg) 73.5 ± 8.7 71.8 ± 9.4 0.433*

Body mass index* (kg/m2) 26.4 ± 3.6 27.2 ± 2.5 0.271*

Osteoarthritis/femoral neck 2/12/18 3/15/22 1.000#

Fracture/spontaneous osteonecrosis

Operative status

Estimated blood loss* (ml) 334.8 ± 22.9 322.3 ± 30.7 0.060*

Harris score 13/19/0/0 15/24/1/0 0.685&

(Excellent/good/fair/poor)

Duration of surgery* (min) 125.6 ± 13.7 132.2 ± 20.2 0.119*

*The P values were determined with the t test
#The P values were determined with the chi square test
&The P values were determined with the Mann-Whitney U test

Fig. 4 The distribution of the cup placement angles in group A (a) and Group B (b),the dotted lines indicate the Lewinnek’s safe zone. Box
whisker graph comparing the inclination and antevertion angular setting respectively of cups in the two groups
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angle has been described as a risk factor for increase in
linear and volumetric wear of the prosthesis, and decrease
of this angle may lead to restriction of abduction, and even
subsequent mechanical failure [21, 22]. Several methods
to determine the RCH have been described in the litera-
ture to help correct cup placement. Doyle et al. [23] de-
scribed a surface-mounted device involving a frame, laser
unit, and mirror to improve the accuracy of abduction
angle of the cup. This method helped to get an accurate
abduction angle, but was unhelpful in determining ante-
version angle and position of intraoperative grinding
point. Archbold et al. [24] and Idrissi et al. [25] hold the
opinion that transverse acetabular ligament is a reference
to the position and anteversion angle of the cup, which is
used as traditional method currently. However, acetabular
reamers should be done carefully to avoid excessive ream-
ing that may potentially result in transforming a grade 3
ligament into a grade 4 by destroying it. And to restore
the anatomic RCH in this way, the ligament should em-
brace the final acetabular reamer, which lies on the opera-
tor’s intuitive judgment, and would absolutely cause
deviation. Ha et al. [26] suggested that the transverse ace-
tabular notch and anterior acetabular notch—a notch at
the anterior acetabular margin, on acetabulum rim—could
be presumed as a landmark for determination of intraop-
erative abduction and anteversion. But this method needs

to remove transverse acetabular ligament, which is helpful
for insertion and stability of cup [27].
Despite advances in surgery technique, the acetabular

reaming depth—usually 2mm—for anatomic restoration
of RCH and the abduction angle of the acetabular compo-
nent cannot be judged on the bony landmarks of the na-
tive acetabulum [28]. If the reaming depth is too deep or
shallow, the position of RCH will be affected obviously in
horizon direction, which may lead to a revision surgery.
Considering the hemispherical character of the cup, the
native acetabulum is subhemispherical, which inadvert-
ently leads to displacement of RCH when the acetabular
component is fully implanted [9, 10]. Besides, all these
methods require rather intuitive judgment on the position,
orientation, and depth of reaming. Several studies re-
ported the significant differences in the radiographic and
clinical outcomes between surgeons with different levels
of surgical expertise, such as change in the COR, initial
cup position, cup orientation, number of cups within the
safe zones, and dislocation rate. The percentage of hips lo-
cated within the safe zones varies from 70.5 to 25.7% [11–
13, 17]. In the present study, patients using this positioner
have less vertical displacement of the COR of the hip
when compared with those in group B. In addition, the in-
clination and anteversion angles in group A are more
stable and all in the safe zone, portion of which is

Table 2 Radiological measurements

Vertical displacement of RHC* Horizontal displacement of RHC* Inclination (°)# Anteversion (°)#

Group A 0.19 ± 0.5 − 0.04 ± 1.55 42.14 ± 3.57 14.82 ± 1.44

Group B 3.45 ± 3.46 0.43 ± 1.54 38.73 ± 7.65 13.08 ± 5.95

P value 0.000# 0.130# 0.015* 0.082*
#The P values were determined with the Mann-Whitney U test
*The P values were determined with the t test

Fig. 5 Displayed is a scattergramst discribing the vertical and horizontal displacement of the reconstructed RCH relative to native RCH in two
groups (a, b). Dotted circles indicate the range of the “target zone”
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significantly higher than that of group B—only 55%. These
results just imply the hip surgeons’ fear of wall defect
resulting from reaming, leading to a relatively higher RCH
and smaller inclination angles as this study revealed. In
addition to intuitive bias, the position on the operating
table, the dislocation of the native hip, and the use of re-
tractors may alter the pelvis and, thus, the acetabular ver-
sion [29]. Although armed with a universal standard of
orientation, as suggested by Lewinnek et al. [14], surgical
experts may always be confused about the cup orientation
which is intraoperatively perfect but is out of the safe zone
on the postoperative X-ray. Although navigation technol-
ogy has obvious advantages in precise insertion of the ace-
tabular component, the surgical experts may be
discouraged by the additional cost and increased duration
of surgery [30, 31]. In order to achieve an acetabular ac-
curate position and orientation for the acetabular cup,
there is a need for technical aids and tools for orthope-
dists, especially in primary hospitals.
In this study, we introduce a simple and reproducible

method which has been proved to be effective. When
performing a preoperative planning in Mimics, we need
to get a ball highly uniform with the acetabulum on ra-
dius and then design the locator, according to the pos-
ition, radius and standard of abduction and anteversion
angle. The locator was printed by 3D printing technol-
ogy for intraoperative positioning of the rotation center,
which can effectively realize the combination of pre-
operative planning and intraoperative positioning. When
reconstructing the rotation center of the hip joint, the
direction of reaming, namely, the anteversion angle and
abduction angle, uniqueness of which is guaranteed by
cylindrical center hole (A), the concentric center of
reaming, and the depth of reaming—usually 2 mm—
need to be taken into full consideration [28]. After that,
the rotation center is determined. The locator is simple
and easy to realize the unification of them, regardless of
the intraoperative positioning of the patient. In addition,
this positioner could be made as the specific anatomic
characteristic to avoid the anatomic and intuitive devi-
ation, and results in this study are consistent with it.
The abduction angle is smaller and even out of the “safe
zone,” which may be resulted from fear of acetabular
protrusion, while the values in group A range around
45° as planned preoperatively. Besides, this method
could enhance operative confidence without having to

consider the patient position, deviation from their poor
experience.
In this study, we have developed a positioner to improve

rotation center in a small clinical trial, and the results have
recognized the superiority of this method. However, due
to the limitation of the positioner, the positioning device
and the Kirchner wire need to be taken out after deter-
mining the reaming direction, and then the acetabulum
was reamed according to the direction of Kirchner wire,
resulting in a lack of precision. The combination of the
positioner and the ream cannot be realized yet in this
study. Only vertical and horizontal displacement was con-
sidered, and only radiographic appearance was assessed in
this analysis. In addition, the follow-up time was relatively
short, so the effect on biomechanics and implant fixation
was still needed for the determination of postoperative
clinical efficacy and prosthesis wear rate, and further stud-
ies are needed for the cases with severe acetabular struc-
ture damage and variation.

Conclusion
Postoperative functional and radiological improvements
show that utilizing this positioner helps to restore the COR
position more precisely and provides satisfactory radio-
logical and clinical outcomes in the short-term, and provide
a new option for reconstruction of hip rotation center.
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