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Abstract 

Background: The traditional strategy for fixing intra-articular distal humerus fractures is double plating placed in an 
orthogonal configuration, based on posterior approach. With a combined medial and lateral approach, a novel con-
figuration of plating (combined anteromedial and anterolateral plating) has been used. In this study, we investigated 
the biomechanical properties of the novel plating by comparing it with some traditional strategies.

Methods: Based on the 3D morphology of a healthy subject’s humerus, models of three types of intra-articular distal 
humeral fractures were established using a variety of different internal fixation methods: (a) treatment of a simple 
intra-articular fracture of the distal humerus with the novel double plate and a traditional orthogonal plate; (b) treat-
ment of a comminuted fracture of the lower distal humerus with the novel double plate, a traditional orthogonal 
plate and a traditional orthogonal plate combined with distally extended tension screws; (c) treatment of a coronal 
shear fracture of the distal humerus with the novel double plate, a traditional orthogonal plate and the intra-articular 
placement of three screws. The material properties of all plates and screws were isotropic and linearly elastic. The Pois-
son ratio of the implant and bone was 0.3, and the elastic modulus of the implant was 114,000 MPa. The axial loading 
is 200 N, the bending loading is 30 N and varus rotation is 7.5 Nm in the longitudinal direction.

Results: A simple model of intra-articular fracture of the distal humerus (AO C1 type) was established. Under all 
experimental conditions, the novel double plate showed greater stiffness than the orthogonal double plate. The axial 
straightening, bending compression and varus torsion increased by 18.00%, 16.00% and 44.00%, respectively. In the 
model of comminuted fracture of the lower distal humerus, the novel double plate showed the best stiffness under 
three experimental conditions (163.93 N/mm, 37.97 N/mm, 2697.84 N mm/°), and the stiffness of the traditional 
orthogonal plate combined with the distally extended tension screws was similar to that of the traditional orthogonal 
plate (121.21 N/mm, 32.61 N/mm, 1968.50 N mm/°). In the model of coronal shear fracture of the distal humerus, the 
novel double plate showed the best stiffness under all test conditions (194.17 N/mm, 38.46 N/mm, 2929.69 N mm/°), 
followed by the traditional plate (153.85 N/mm, 33.33 N/mm, 2650.18 N mm/°), while the stiffness of the three screws 
was the smallest (115.61 N/mm, 28.30 N/mm, 2180.23 N mm/°).

Conclusions: In terms of biomechanics, compared with other internal fixation methods, the novel combined antero-
medial and anterolateral anatomical locking double-plate showed less stress, less displacement and greater stiffness. 
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Introduction
Clinically, distal humeral fractures are difficult to treat, 
especially intra-articular fractures of the distal humerus, 
which are one of the most difficult fractures to treat [1]. 
The most effective treatment for intra-articular fractures 
of the distal humerus is open reduction and internal 
fixation (ORIF) [2]. When open reduction is performed, 
anatomical reconstruction of the articular surface of the 
distal humerus should be achieved. Internal fixation must 
be firm and stable, which is a key factor for good func-
tional recovery after surgery [3]. Adequate exposure of 
the joint surface of the distal humerus is a prerequisite 
for good anatomical reduction and internal fixation [4]. 
A number of surgical approaches can be used to treat 
intra-articular fractures of the distal humerus to obtain 
good articular exposure, including the olecranon osteot-
omy approach [5], the triceps-reflecting anconeus pedicle 
(TRAP) approach [6], the triceps-splitting approach [7], 
the extensor mechanism-sparing paratricipital poste-
rior approach [8], and the combined medial and lateral 
approach [9].

Because the olecranon osteotomy approach can fully 
expose the articular surface of the distal humerus, it 
is still the most commonly used surgical approach for 
intra-articular fractures of the distal humerus [10, 11]. 
However, it is also associated with many complications, 
such as bone nonunion, delayed union, heterotopic ossi-
fication, secondary surgery after internal fixation failure, 
and ulnar nerve palsy [11, 12]. Xie et al. [9] demonstrated 
that a medial and lateral approach to the elbow joint 
combined with medial and lateral incisions in the elbow 
joint could provide good exposure of the distal humeral 
articular surface and avoid olecranon osteotomy and 
ulnar nerve prepositioning, with fewer complications. 
Wei et  al. [13] demonstrated that compared with the 
olecranon osteotomy approach, the approach consisting 
of combined medial and lateral incisions in the elbow 
joint mainly provided exposure of the humeral trochlea 
and capitellum in front of the distal humerus. For this 
approach, they designed a novel double-plate internal fix-
ation method, with one plate placed on the anteromedial 
and the other on the anterolateral aspect. Finite element 
studies show that this novel fixation method was stronger 
than the orthogonal double-plate method and did not 
increase the stress, making it a feasible choice [14]. How-
ever, their combined anteromedial and anterolateral 

double plates were designed for the treatment of simple 
intra-articular fractures of the distal humerus. Complex 
comminuted fractures of the capitellum and trochlea and 
coronal shear fractures of the distal humerus were rarely 
involved. Fractures of the capitellum and trochlea of the 
humerus are most commonly displaced upward, and 
malunion can occur anterior to the distal humerus. This 
causes mechanical obstruction of the radial head and 
the trochlea when the elbow is bent, resulting in limited 
elbow movement. Furthermore, the displacement of frac-
ture block, resulting in articular plane steps, can eventu-
ally lead to traumatic arthritis and severely impair elbow 
function [15]. Therefore, it is necessary to pay sufficient 
attention to this kind of injury and actively treat it in the 
clinic.

Due to the rarity of lower distal humeral fractures, 
there is still a lack of research on the specific clini-
cal characteristics of and treatment strategies for lower 
distal humeral fractures. In particular, there is a lack of 
reports on the treatment of fractures of the capitellum 
with severe displacement of the trochlea and posterior 
condyle. Thus far, fractures of the capitellum, including 
coronal fractures of the humeral capitellum; fractures of 
the trochlea, including coronal fractures of the humeral 
trochlea; and intercondylar comminuted fractures of 
the humerus, have been without proper internal fixation 
instrumentation. A reconstruction plate is usually applied 
after bending, but it is difficult to bend, and the adhesion 
is poor; conventional locking plates are fixed with only 
one or two extended screws in the distal joint and cannot 
provide good treatment results. With a combined medial 
and lateral approach (Fig.  1A, B), we designed a novel 
combined anteromedial and anterolateral anatomical 
locking double plate for fractures of the distal humerus 
(Fig. 1C, D), in order to maximize the preservation and 
restoration of joint function and reduce complications 
and sequelae. The new plate not only holds well but also 
allows for more extended screws to be inserted at the 
distal end, thus providing better stability and greater 
fixation strength for more types of intra-articular frac-
tures than conventional plates. In this study, the biome-
chanical properties of the novel double-plate method and 
other internal fixation methods were compared by finite 
element analysis. Firstly, three intra-articular fracture 
models of the distal humerus were established based on 
clinical work, including simple intra-articular fracture of 

The novel double-plate method can be used to treat not only simple intra-articular fractures of the humerus but also 
complex comminuted fractures of the lower distal humerus and coronal shear fractures of the distal humerus, with a 
better effect than current traditional internal fixation methods.

Keywords: Distal humeral fracture, Capitellum, Trochlea, Biomechanics, Finite element analysis, Internal fixation
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Fig. 1 The concise experimental strategy of present study. A, B The combined medial and lateral approach. C, D A novel combined anteromedial 
and anterolateral anatomical locking double plate for fractures of the distal humerus designed by us. E Simple intra-articular fracture of the distal 
humerus (AO C1 type). F Comminuted fracture of the lower distal humerus. G Coronal shear fracture of the distal humerus
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the distal humerus (AO C1 type) (Fig. 1E), comminuted 
fracture of the lower distal humerus (Fig. 1F), and coronal 
shear fracture of the distal humerus (Fig. 1G). Secondly, 
we collected material data and establish different inter-
nal fixation system models, which mainly include novel 
double-plate, conventional orthogonal double-plate, 
orthogonal double-plate and distally extended lag screw 
and conventional three screws. Thirdly, the experimental 
and control groups were simulated by the finite element 
analysis under axial loading or anterior deflection, bend-
ing or posterior deflection and lateral or varus loading. 
Finally, the biomechanical properties (stress, displace-
ment and stiffness) of the novel double plate and other 
internal fixation methods for intra-articular fractures of 
the distal humerus were compared. The results showed 
that the novel double plate can not only be used to treat 
simple intra-articular fractures but also be of great help 
in the treatment of complex comminuted fractures of the 
lower distal humerus and coronal shear fracture of the 
distal humerus.

Materials and methods
Research materials
This study was conducted at the Provincial Hospital Affil-
iated with Shandong First Medical University in Jinan, 
Shandong Province, China, with the permission of the 
hospital ethics committee. Before recruiting participants 
for this study, the authors obtained consent from the 
patients.

Computed tomography (CT) scans of implants were 
obtained (Siemens, Germany). The medial plate of the 
traditional orthogonal anatomical locking plate (Synthes, 

Shanghai, China) was 90  mm in length and 4.0  mm in 
thickness; the 4 proximal screws were 3.5 mm in diam-
eter; the 2 distal screws were 2.7  mm in diameter. The 
dorsolateral plate was 120 mm in length and 4.0 mm in 
thickness; the 4 proximal screws were 3.5 mm in diame-
ter; and the 5 distal screws were 2.7 mm in diameter. The 
novel anatomical locking double plate (Double, Xiamen, 
China) consisted of a medial plate 110 mm in length and 
4.0 mm in thickness, with 4 proximal screws 3.5 mm in 
diameter and 3 distal screws 2.7 mm in diameter, as well 
as a lateral plate 90 mm in length and 4.0 mm in thick-
ness, with 4 proximal screws 3.5 mm in diameter and 3 
distal screws 2.7 mm in diameter.

Establishment of an internal fixation model 
for intra‑articular fractures of the distal humerus
The raw CT data of the volunteers and implants in 
the first part of the study were imported into Mim-
ics Research 19.0 in DICOM format. The geometry was 
reconstructed using the Mimics (Materialise Belgium) 
and 3-matic Medical 12.0 (× 64) software packages.

In this study, the team constructed three models of 
intra-articular distal humeral fractures. The novel ana-
tomical locking double plate and conventional orthogo-
nal anatomical locking plate and fully threaded screws 
were modelled. (1) Simple intra-articular fracture of 
the distal humerus (AO C1 type): One plate was placed 
anteromedial to the distal humerus, and the other was 
placed anterolaterally to establish a novel model of ana-
tomical locking double-plate internal fixation (Fig.  2A). 
A traditional orthogonal double-plate model was estab-
lished by placing one plate on the medial column and the 

Fig. 2 Models of intra-articular fractures of the distal humerus. A Novel double-plate fixation of a simple intra-articular distal humeral fracture. B 
conventional orthogonal double-plate fixation of a simple intra-articular distal humeral fractures. C Novel double-plate fixation of a distal humeral 
comminuted fracture. D Conventional orthogonal double-plate fixation of a distal humeral comminuted fracture. E Conventional orthogonal 
double-plate and distally extended lag screw fixation of a distal humeral comminuted fracture. F Novel double-plate fixation of a distal humeral 
coronal shear fracture. G Conventional orthogonal double-plate fixation of a distal humeral coronal shear fracture. H Fixation of a distal humeral 
coronal shear fracture with three screws
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other on the posterior aspect (Fig. 2B). (2) Comminuted 
fracture of the lower distal humerus: As shown in Fig. 2C, 
D, E, a fracture line was made along the upper edge of 
the trochlea and the capitellum, and then, the trochlea, 
the capitellum and part of the medial epicondylar were 
separated into four parts to form four similar fracture 
fragments, simulating comminuted fracture of the capi-
tellum and trochlea. A plate was placed anteromedial to 
the lower distal humerus, and another was placed ante-
rolaterally to establish a novel model of anatomical lock-
ing double-plate internal fixation (Fig. 2C). A traditional 
orthogonal double-plate model was established by plac-
ing one plate on the medial column and the other on the 
posterior aspect (Fig. 2D). Internal fixation with the tra-
ditional orthogonal dissection of the locking plate and 
distally lengthened lag screws (orthogonal plate and lag 
screws) was modelled (Fig.  2E). (3) Coronal shear frac-
ture of the distal humerus (Dubberley classification type 
3 fracture): One plate was placed anteromedial to the 
distal humerus, and another was placed anterolaterally 
to establish a novel model of anatomical locking double-
plate internal fixation (Fig. 2F). A traditional orthogonal 
double-plate model was established by placing one plate 
on the medial column and the other on the posterior 
aspect (Fig. 2G). In addition, a group consisting of inter-
nal fixation with three screws was added (Fig. 2H).

The profile of the placed plate was moulded according 
to the shape of the distal humerus. The distal end of the 
plate was fixed with a fully threaded extension screw to 
ensure that the fracture was firmly fixed. The plate hole 
was left empty above or near the fracture line. The screw 
was perpendicular to the plate and was adjusted to the 
appropriate length to ensure that it break through the 
contralateral cortex. For the interaction, the contact area 
of the plate and the screw are connected to each other, 
and the screw is inserted into the bone.

According to the bone segmentation function of Mim-
ics 19.0 (Materialise, Belgium), mesh division of the 
model was performed using a 10-node quadratic tetra-
hedral element (C3D10) (Fig. 3A). To simplify the model, 
the threads of the locking screws were omitted. (1) Sim-
ple intra-articular fracture of the distal humerus (AO C1 
type): The novel anatomical locking double-plate model 
contained a total of 178,577 elements and 255,958 nodes; 
the traditional orthogonal anatomical locking plate model 
contained a total of 199,884 elements and 286,339 nodes. 
(2) Comminuted fracture of the lower distal humerus: 
The novel anatomical locking double-plate model con-
tained a total of 197,519 elements and 285,805 nodes; the 
traditional orthogonal anatomical locking plate model 
contained a total of 206,709 elements and 298,183 nodes; 
the distal humerus orthogonal plate and lag screw model 
contained a total of 203,846 elements and 293,907 nodes. 

(3) Coronal shear fracture of the distal humerus (Dubber-
ley Classification type 3): The novel anatomical locking 
double-plate model contained a total of 251,342 elements 
and 362,897 nodes; the traditional orthogonal anatomical 
locking plate model contained a total of 203,262 elements 
and 291,668 nodes; the three-screw model contained a 
total of 106,228 elements and 140,629 nodes. Element 
sizes were selected based on mesh convergence analysis 
of displacement and von Mises stresses using a complete 
humeral model.

Finite element biomechanical analysis
The experimental and control groups were simulated by 
the finite element method under axial, transverse and 
bending loads.

Finite element analysis was performed in Abaqus 
6.14 (3DS, Waltham, MA). The finite element software 
ABAQUS 6.10-1 (Dassault Systemes, France) was used 
for the simulation. Each model was 180  mm long and 
limited at the proximal end. The material properties of 
all plates and screws were isotropic and linearly elastic. 
The Poisson ratio of the implant and bone was 0.3, and 
the elastic modulus of the implant was 114,000  MPa. 
Cortical bone and cancellous bone were distinguished. 
The elastic modulus of cancellous bone was 2000  MPa, 
and the elastic modulus of cortical bone was 3400 MPa 
for axial compression, 1150  MPa for post-flexion, and 
660  MPa for varus loading [16–21]. In the three dis-
tal humeral fracture models, the proximal humerus was 
defined to be completely fixed on the X, Y and Z axes in 
the loading module of the software. The interaction rela-
tionship between the models of the humerus and plate 
was defined using the interaction module of the soft-
ware. The contact interaction between the bone and plate 
was defined using surface-to-surface finite sliding with a 

Fig. 3 A Finite element meshing. B Axial compression load diagram. 
C Load diagram under bending test conditions. D Varus torsion load 
diagram
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coefficient of friction of 0.3 [22]. The contact relationship 
between the screw and plate and between the screw and 
surrounding bone was defined as binding. All contact 
elements were defined as deformable elements.

Based on a biomechanical study of distal humeral 
fractures [23–25], the total load was divided between 
the radial and ulnar columns at a ratio of 60–40% of the 
total load, respectively. The loading and position of the 
humerus were as follows [23, 24, 26]: axial loading or 
anterior deflection in which the upper arm was placed at 
a flexion angle of approximately 5° in relation to the lon-
gitudinal axis of the humeral diaphysis; bending or pos-
terior deflection with the upper arm flexed at an angle 
of 75° in relation to the longitudinal axis of the humeral 
diaphysis; lateral or varus loading in which the load was 
applied laterally on the radial condylar surface, with the 
humerus placed horizontally. According to some litera-
ture reports [13, 18], plastic deformation of the model 
can be avoided when the axial loading is 200 N, the bend-
ing loading is 30 N and varus rotation is 7.5 Nm in the 
longitudinal direction. As shown in Fig.  3B–D, these 
loads were applied to the surface of the model.

Evaluation criteria
ABAQUS 6.14 finite element software (Dassault Syste-
mes Simulia Corp, USA) was used for static simulation. 
Different distal humeral fracture internal fixation meth-
ods were compared among the three fracture models 
under different mechanical loading conditions in terms 
of the following parameters: (1) the stress distribution 
of the internal fixation instrumentation, including the 
maximum stress; (2) the displacement distribution of 
the distal humeral fracture block; and (3) stiffness, which 
was calculated by dividing the load by the displacement 
or torque of the interaction point and of different units 
under compression and torsion conditions. Statistical 
methods were not used.

Results
Simple intra‑articular fracture of the distal humerus (AO C1 
type)
Under the three test conditions, the influence of von 
Mises stress was weaker on the novel plate than the 

traditional orthogonal plate (Table  1). This shows that 
the novel plate could disperse the stress better in the 
treatment of simple intra-articular fractures of the dis-
tal humerus (AO C1 type) (Fig. 4).

Under the three test conditions, the displacement 
and rotational angle of the traditional orthogonal plate 
model were larger than those of the novel plate model 
(Fig.  5); the values are shown in Table  2. Similarly, 
under all experimental conditions, the stiffness of the 
novel double plate was greater than that of the orthogo-
nal double plate. The axial straightening, bending com-
pression and varus torsion increased by 18.00%, 16.00% 
and 44.00%, respectively (Table  3). The largest differ-
ence was found in internal rotation. This shows that the 
novel plate has greater stability, with the best resistance 
to varus torsion.

Comminuted fracture of the lower distal humerus
Under the three test conditions, compared with the 
other two internal fixation methods, the novel double-
plate method showed lower von Mises stress (Table 4), 
demonstrating a certain advantage over traditional 
internal fixation in terms of stress dispersion in the 
treatment of comminuted fractures of the lower dis-
tal humerus (Fig. 6). At the same time, under the axial 
compression condition, the stress of fixation with 
orthogonal plates and lag screws was lower than that of 
orthogonal plates, but under the other two test condi-
tions, the stress of both internal fixation methods was 
similar. This shows that for comminuted fractures of the 
lower distal humerus, fixation with orthogonal plates 
and lag screws could disperse the stress better than that 
with orthogonal plates under axial compression.

Under the three test conditions, the displacement and 
rotational angle of the novel plate model were smaller 
(Fig. 7), while the displacement of the orthogonal plate 
and lag screw model was similar to that of the orthog-
onal plate model. The values are shown in Table  5. 
Under all experimental conditions, the stiffness of the 
novel plate model was the best, and the stiffness of the 
orthogonal plate and lag screw model was similar to 
that of the traditional orthogonal plate model (Table 6).

Table 1 Maximal von Mises stresses of simple intra-articular fracture of the distal humerus models under different testing conditions

Configuration Part Axial (MPa) Bending (MPa) Rotational 
torsion (MPa)

Novel plating Bone 9.67 4.70 39.25

Plate and screw 104.60 27.83 344.40

Orthogonal plating Bone 28.67 16.11 45.11

Plate and screw 310.9 47.67 373.9
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Coronal shear fracture of the distal humerus
Under the condition of axial compression, the von Mises 
stress of the traditional orthogonal plate model was the 
highest, followed by that of the novel plate model and 
the three-screw model. Under the condition of bending 

compression, the von Mises stress of the traditional 
orthogonal plate model was the highest and that of the 
novel plate model was the smallest. Under the condi-
tion of rotational torsion, the von Mises stress of the 
novel plate model was the largest, followed by that of the 

Fig. 4 Maximum von Mises stress of the implant in a simple intra-articular fracture model of the distal humerus under different test conditions. A 
Stress of novel plating configuration under axial straightening. B Stress of novel plating configuration under bending compression. C Stress of novel 
plating configuration under varus torsion. D Stress of orthogonal plating configuration under axial straightening. E Stress of orthogonal plating 
configuration under bending compression. F Stress of orthogonal plating under varus torsion

Fig. 5 Implant displacement in a simple intra-articular model of the distal humerus under different test conditions. A Displacement of the 
novel plating configuration under axial straightening. B Stress of novel plating configuration under bending compression. C Stress of novel 
plating configuration under varus torsion. D Stress of orthogonal plating configuration under axial straightening. E Stress of orthogonal plating 
configuration under bending compression. F Stress of orthogonal plating configuration under varus torsion
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traditional orthogonal plate model and the three-screw 
model (Table  7). This shows that the novel plating con-
figuration has a certain advantage over orthogonal plat-
ing configurations in terms of stress dispersion in the 
treatment of comminuted fractures of the distal humerus 
(Fig.  8). Additionally, for coronal shear fractures of the 
distal humerus, the three-screw fixation method has a 
certain advantage over the other two internal fixation 
methods in terms of stress dispersion.

Under all the test conditions, the displacement and 
rotational angle of the novel plating configuration were 
smaller (Fig.  9) than those of the traditional orthogonal 
plating configuration, while the displacement and rota-
tional angle of the three-screw configuration were the 
largest, as shown in Table 8. Similarly, under all experi-
mental conditions, the stiffness of the novel double-plate 
method was the best, followed by that of the traditional 
plate method, while the stiffness of the three-screw fixa-
tion method was the smallest (Table 9).

Discussion
Distal humeral fractures account for approximately 15% 
of intra-articular fractures, and distal humerus coro-
nal plane fractures account for approximately 80% of 

fractures of the capitellum and trochlea [15, 27, 28]. 
Orthogonal double-plate internal fixation is often pre-
ferred for the treatment of intra-articular fractures of the 
distal humerus [29] because it is generally considered to 
be the strongest form of internal fixation [30]. In clini-
cal work, we found that it was difficult to achieve good 
results using traditional plates for the fixation of complex 
distal humeral fractures, such as coronal fractures of the 
capitellum and trochlea and distal humeral low commi-
nuted fractures. A combined medial and lateral approach 
to the elbow exposes the anterior articular surface of the 
trochlea and capitellum. The novel plate is designed for 
use in a combined medial and lateral approach to the 
elbow, providing not only anteromedial and anterolat-
eral support but also more extended screw placement 
at the distal end to better fix the intra-articular fracture. 
For coronal fractures, anterior fractures, and unilateral 
fractures, this method can provide greater stability and 
fixation strength than conventional fixation with poste-
rolateral and medial plates. In this study, medical imag-
ing and computer-aided virtual modelling software were 
used to establish the geometrical shape and material 
mechanical properties of the implants (plates and screws) 
and bone. The biomechanical advantages of the novel 
plating configuration under multiple loads were verified 
by finite element analysis.

Finite element analysis is a very valuable test method 
that is equivalent to experimental biomechanical 
research [20]. It can be used to solve a wide variety of 
problems in the fields of mathematics, physics, engineer-
ing, biology and orthopaedics [8]. Using finite element 
analysis, Wei et  al. [13] showed that for simple intra-
articular humeral fractures, combined anteromedial and 
anterolateral reconstruction with double plates resulted 
in less displacement and greater stiffness during axial 
compression, varus torsion, bending torsion and external 
rotational torsion than internal fixation with orthogonal 
double plates, with the greatest improvement in stiffness 
against varus torsion. In this study, loads were applied in 
the position of humeral flexion (75°) and extension (5°) 
with regard to the longitudinal humeral axis. The applied 
loads were within the physiological limits of loads in 

Table 2 Displacement of simple intra-articular fracture of the 
distal humerus models under different testing conditions

Configuration Axial (mm) Bending (mm) Rotational 
torsion (°)

Novel plating 1.40 0.79 2.64

Orthogonal plating 1.65 0.92 3.81

Table 3 Stiffness of simple intra-articular fracture of the distal 
humerus models under different testing conditions

Configuration Axial (N/mm) Bending (N/mm) Rotational 
torsion 
(N mm/°)

Novel plating 142.86 37.97 2840.91

Orthogonal plating 121.21 32.61 1968.50

Table 4 Maximal von Mises stresses of comminuted fracture of the distal humerus models under different testing conditions

Configuration Part Axial (MPa) Bending (MPa) Rotational 
torsion (MPa)

Novel plating Bone 12.74 5.93 102.60

Plate and screw 85.99 28.62 334.70

Orthogonal plating Bone 42.66 6.08 60.26

Plate and screw 147.40 44.39 211.10

Orthogonal plating with lag screws Bone 36.73 6.87 53.49

Plate and screw 116.0 44.38 211.40
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everyday activity during the postoperative rehabilitation 
period, and we avoided applying loads that would cause 
permanent plastic deformation of the implants. In addi-
tion to bending and axial loading, special attention was 
given to lateral or varus loading, as a previously neglected 
type of loading with pronounced clinical significance. 
Namely, the force of gravity, which acts on the long lever 
arm (the forearm) while the elbow is flexed and extended 
during activities apparently requiring minimal use, 
leads to repeated varus stresses in the elbow. As stud-
ied by O’Driscoll SW [31], pseudoarthrosis of the distal 
humerus usually occurs in the region at the metaphyseal 
and supracondylar level of the radial column due to varus 
torsion.

In the simulated biomechanical study, the novel dou-
ble-plate internal fixation method showed greater stiff-
ness. The main body of the plate and the screws are the 
key parts of the overall stability. The placement of screws 
across the fracture line can integrate adjacent fracture 

fragments and fix them together. Through the com-
bined use of the screws and plate, the implant can fix all 
the fragments to the plate and then fix the plate to the 
humeral axis to form a relatively rigid structure. The 
profile of the bending part of the plate is consistent with 
the shape of the distal humerus, and this part is a weak 
link of stress conduction. The change in displacement 
was opposite to the change in stiffness, so the displace-
ment data also prove the superior stability of the whole 
configuration. Compared with the traditional orthogonal 
plate, in the simple intra-articular fracture model of the 
distal humerus, the novel double plate showed obviously 
smaller effects of stress. This means that the novel double 
plate is effective in distributing high loads of stress. Under 
all the test conditions, the novel double plate showed less 
displacement and greater stiffness, which indicates that 
the novel double plate has more biomechanical advan-
tages in the treatment of simple intra-articular fractures 
of the distal humerus (AO C1 type). In the comminuted 

Fig. 6 Maximum von Mises stress of the implant in a comminuted distal humeral fracture model under different test conditions. A Stress of 
novel plating configuration under axial straightening. B Stress of novel plating configuration under bending compression. C Stress of novel 
plating configuration under varus torsion. D Stress of orthogonal plating configuration under axial straightening. E Stress of orthogonal plating 
configuration under bending compression. F Stress of orthogonal plating configuration under varus torsion. G Stress of orthogonal plating and lag 
screw configuration under axial straightening. H Stress of orthogonal plating and lag screw configuration under bending compression. I Stress of 
orthogonal plating and lag screw configuration under varus torsion
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fracture of the lower distal humerus model, including 
lengthened screws in fixation with the traditional orthog-
onal plate reduced the axial compressive stress of the tra-
ditional orthogonal plate. However, there was no obvious 
advantage in the stress under the other test conditions or 
in terms of displacement, rotational angle or stiffness. On 
the other hand, the novel double plate showed less dis-
placement, a smaller rotational angle and greater stiffness 
under all loading conditions. This proves that the novel 
plating configuration has a better biomechanical effect 
than traditional configuration for comminuted fractures 
of the distal humerus. In the coronal shear fracture of the 
distal humerus model, fixation with three screws showed 
certain advantages over the other two internal fixation 
methods in terms of stress dispersion. Under all the test 
conditions, the displacement and rotational angle of the 
novel plating model were the smallest, and the stiffness 
was the best, which indicates that the novel plating con-
figuration has excellent stability in the treatment of coro-
nal shear fractures of the distal humerus.

Fig. 7 Implant displacement in a comminuted distal humeral fracture model under different test conditions. A Displacement of novel plating 
configuration under axial straightening. B Displacement of novel plating configuration under bending compression. C Displacement of novel 
plating configuration under varus torsion. D Displacement of orthogonal plating configuration under axial straightening. E Displacement of 
orthogonal plating configuration under bending compression. F Displacement of orthogonal plating configuration under varus torsion. G 
Displacement of orthogonal plating and lag screw configuration under axial straightening. H Displacement of orthogonal plating and lag screw 
configuration under bending compression. I Displacement of orthogonal plating and lag screw under varus torsion

Table 5 Displacement of comminuted fracture of the distal 
humerus models under different testing conditions

Configuration Axial (mm) Bending (mm) Rotational 
torsion (°)

Novel plating 1.22 0.79 2.78

Orthogonal plating 1.39 0.89 3.14

Orthogonal plating 
with lag screws

1.39 0.89 3.14

Table 6 Stiffness of comminuted fracture of the distal humerus 
models under different testing conditions

Configuration Axial (N/mm) Bending (N/mm) Rotational 
torsion 
(N mm/°)

Novel plating 163.93 37.97 2697.84

Orthogonal plating 143.89 33.71 2388.54

Orthogonal plating 
with lag screws

143.89 33.71 2388.54
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The optimal approach for treating lower distal humeral 
comminuted fractures and coronal shear fractures has 
not yet been determined because they are complex intra-
articular fractures with a low incidence [32]. Because 
the trochlea and olecranon form a semi-enclosed joint 
without soft tissue attachment and protection, lower 
distal humeral comminuted fractures and coronal shear 

fractures of the distal humerus are often displaced, with 
free fragments in the articular cavity. If left untreated, 
displacement and necrosis are likely to occur, leading to a 
poor clinical prognosis [33]. To better treat comminuted 
fractures of the lower distal humerus and coronal shear 
fractures of the distal humerus, we designed a novel com-
bined anteromedial and anterolateral anatomical locking 

Table 7 Maximal von Mises stresses of coronal shear fracture of the distal humerus models under different testing conditions

Configuration Part Axial (MPa) Bending (MPa) Rotational 
torsion (MPa)

Novel plating Bone 23.52 5.71 48.36

Plate and screw 62.97 26.81 335.30

Orthogonal plating Bone 11.87 7.06 45.47

Plate and screw 87.63 43.25 212.40

Three screws Bone 11.84 6.10 47.07

Plate and screw 52.57 32.47 46.90

Fig. 8 Maximum von Mises stress of the implant in coronal shear fracture of the distal humerus models under different test conditions. A Stress 
of novel plating configuration under axial straightening. B Stress of novel plating configuration under bending compression. C Stress of novel 
plating configuration under varus torsion. D Stress of orthogonal plating configuration under axial straightening. E Stress of orthogonal plating 
configuration under bending compression. F Stress of orthogonal plating configuration under varus torsion. G Stress of three-screw configuration 
under axial straightening. H Stress of three-screw configuration under bending compression. I Stress of three-screw configuration under varus 
torsion. The results show that for coronal shear fractures of the distal humerus, the three-screw fixation method has a certain advantage over the 
other two internal fixation methods in terms of stress dispersion
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double plate. In this study, we investigated the biome-
chanical properties of this novel fixation method for the 
treatment of distal humeral intra-articular fractures by 
finite element analysis and compared it with other inter-
nal fixation methods for the treatment of comminuted 

fractures of the distal humerus and coronal shear frac-
tures of the distal humerus. The study showed that the 
novel plating configuration has biomechanical advan-
tages, with less stress, less displacement and greater 

Fig. 9 Implant displacement in coronal shear fracture of the distal humerus models under different test conditions. A Displacement of novel 
plating configuration under axial straightening. B Displacement of novel plating configuration under bending compression. C Displacement of 
novel plating configuration under varus torsion. D Displacement of orthogonal plating configuration under axial straightening. E Displacement 
of orthogonal plating configuration under bending compression. F Displacement of orthogonal plating configuration under varus torsion. G 
Displacement of three-screw configuration under axial straightening. H Displacement of three-screw configuration under bending compression. 
I Displacement of three-screw configuration under varus torsion. Under all the test conditions, the displacement and rotational angle of the novel 
plating model were smallest, followed by those of the traditional orthogonal plate model, while the displacement and rotational angle of the 
three-screw fixation model were the largest

Table 8 Displacement of coronal shear fracture of the distal 
humerus models under different testing conditions

Configuration Axial (mm) Bending (mm) Rotational 
torsion (°)

Novel plating 1.03 0.78 2.56

Orthogonal plating 1.30 0.90 2.83

Three screws 1.73 1.06 3.44

Table 9 Stiffness of coronal shear fracture of the distal humerus 
models under different testing conditions

Configuration Axial (N/mm) Bending (N/mm) Rotational 
torsion 
(N mm/°)

Novel plating 194.17 38.46 2929.69

Orthogonal plating 153.85 33.33 2650.18

Three screws 115.61 28.30 2180.23
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stiffness, and is a better internal fixation method for 
lower distal humeral comminuted fractures and coronal 
shear fractures of the distal humerus.

In addition to suitable biomechanics, the novel double-
plate internal fixation method has shown feasibility for 
use in clinical practice. First, the anteromedial and ante-
rolateral sides of the distal humerus provide a relatively 
flat attachment condition for the plate. Second, due to 
the protrusion of the internal epicondyle of the humerus, 
it is difficult to pass the screw transversally through 
the capitellum to the trochlea when using a traditional 
orthogonal plate. Screws coming from the medial side, 
more often than not, proceed dorsolaterally and end 
between the medial and lateral columns, with only partial 
holding of the capitellum and trochlea; thus, the extra use 
of lag screws would sometimes be necessary. Notably, the 
lateral epicondyle curves more slightly than the medial 
epicondyle. The lateral plate fits the shape of the lateral 
column and can be placed distally more easily. Moreover, 
the novel double-plate internal fixation method includes 
more distal transverse screws than the traditional orthog-
onal double-plate internal fixation method, which allows 
for more solid intra-articular fixation of distal humeral 
fractures, in turn allowing early postoperative exercise 
and promoting rapid postoperative recovery.

The novel combined anteromedial and anterolateral 
anatomical locking double-plate has not been used in 
clinical practice, and the finite element analysis in this 
study has some limitations. First, the study did not use 
a large sample size but only a humerus with a standard 
morphology. Second, this study did not consider factors 
such as soft tissue insertion and bone destruction, so the 
results may overestimate the stiffness of internal fixa-
tion. Third, the study did not simulate other methods of 
internal fixation, such as lag screws, headless screws, and 
Kirschner wires, which could complicate the analysis and 
make the results less reliable.

Conclusion
When used for the treatment of simple intra-articular 
fractures of distal humerus, comminuted fractures of 
the lower distal humerus and coronal shear fractures 
of the distal humerus, in terms of biomechanics, the 
novel combined anteromedial and anterolateral ana-
tomical locking double-plate fixation method exhibited 
less stress, less displacement and greater stiffness than 
other internal fixation modalities. The novel double-
plate can be used not only to treat simple intra-artic-
ular fractures of the humerus but also to treat complex 
comminuted fractures of the lower distal humerus and 
coronal shear fractures of the distal humerus and has 
a better effect than current traditional internal fixation 
methods. In the future, after further biomechanical 

and clinical studies, this method may be widely used in 
the treatment of intra-articular fractures of the distal 
humerus.

Abbreviations
CT: Computed tomography.

Acknowledgements
The authors also thank AJE company (Durham, North Carolina, USA) for edit-
ing the English text of a draft of this manuscript.

Authors’ contributions
LK and YW contributed to the conception and design, performance of the 
experiments, data analysis and interpretation, and manuscript writing; QL, 
LK, and FW performed the data analysis and interpretation; YH and FW 
contributed to the conception and design, financial support, data analysis and 
interpretation, manuscript writing, and final approval of the manuscript. All 
authors read and approved the final manuscript.

Funding
No funding was received.

Availability of data and materials
All data analysed during this study are included in this published article.

Declarations

Ethics approval and consent to participate
All experimental procedures were approved by Shandong Provincial Hospital 
Ethics Committee. All aspects of this study were conducted with adherence to 
the current version of the Declaration of Helsinki, the guidelines established 
by the International Conference on Harmonization of Good Clinical Practice, 
and the laws of China. All participants signed informed consent forms before 
enrolment.

Consent for publication
All authors read the final manuscript and approved for publication.

Competing interests
The authors declare that they have no competing interests.

Author details
1 Department of Orthopaedics, Shandong Provincial Hospital Affili-
ated to Shandong First Medical University, No. 324, Jingwuweiqi Road, 
Jinan 250021, Shandong, People’s Republic of China. 2 Department of Medical 
Laboratory Diagnosis Center, Jinan Central Hospital, No. 105 Jiefang Road, 
Ji’nan 250014, Shandong, People’s Republic of China. 

Received: 9 September 2021   Accepted: 9 November 2021

References
 1. Eralp L, Kocaoglu M, Sar C, Atalar AC. Surgical treatment of distal intraar-

ticular humeral fractures in adults. Int Orthop. 2001;25(1):46–50.
 2. Pankaj A, Mallinath G, Malhotra R, Bhan S. Surgical management of 

intercondylar fractures of the humerus using triceps reflecting anconeus 
pedicle (TRAP) approach. Indian J Orthop. 2007;41(3):219–23.

 3. Gupta R, Khanchandani P. Intercondylar fractures of the distal humerus in 
adults: a critical analysis of 55 cases. Injury. 2002;33(6):511–5.

 4. Hausman M, Panozzo A. Treatment of distal humerus fractures in the 
elderly. Clin Orthop Relat Res. 2004;425:55–63.

 5. Pajarinen J, Björkenheim JM. Operative treatment of type C intercondylar 
fractures of the distal humerus: results after a mean follow-up of 2 years 
in a series of 18 patients. J Shoulder Elbow Surg. 2002;11(1):48–52.



Page 14 of 14Kong et al. Journal of Orthopaedic Surgery and Research          (2021) 16:674 

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

 6. O’Driscoll SW. The triceps-reflecting anconeus pedicle (TRAP) approach 
for distal humeral fractures and nonunions. Orthop Clin N Am. 
2000;31(1):91–101.

 7. Ziran BH, Smith WR, Balk ML, Manning CM, Agudelo JF. A true triceps-
splitting approach for treatment of distal humerus fractures: a preliminary 
report. J Trauma. 2005;58(1):70–5.

 8. Ali AM, Hassanin EY, El-Ganainy AE, Abd-Elmola T. Management of 
intercondylar fractures of the humerus using the extensor mech-
anism-sparing paratricipital posterior approach. Acta Orthop Belg. 
2008;74(6):747–52.

 9. Xie X, Qin H, Shen L, Zeng B, An Z. Open reduction and bi-columnar 
internal fixation of intra-articular distal humerus fractures through a 
combined medial and lateral approach. Eur J Orthop Surg Traumatol. 
2014;24(7):1115–22.

 10. Wilkinson JM, Stanley D. Posterior surgical approaches to the elbow: a 
comparative anatomic study. J Shoulder Elbow Surg. 2001;10(4):380–2.

 11. Chen G, Liao Q, Luo W, Li K, Zhao Y, Zhong D. Triceps-sparing versus olec-
ranon osteotomy for ORIF: analysis of 67 cases of intercondylar fractures 
of the distal humerus. Injury. 2011;42(4):366–70.

 12. Li SH, Li ZH, Cai ZD, Zhu YC, Shi YZ, Liou J, Tao K, Wang JG. Bilateral plate 
fixation for type C distal humerus fractures: experience at a single institu-
tion. Int Orthop. 2011;35(3):433–8.

 13. Wei LB, Hu T, Liu J, An ZQ. Surgical treatment of intra-articular distal 
humeral fractures by using a combined medial and lateral approach: an 
anatomic study. Orthop Surg. 2019;11(3):524–9.

 14. Wei L, Ling M, An Z. Biomechanical analysis of a novel plating for intra-
articular distal humerus fractures: combined anteromedial and anterolat-
eral plating. J Orthop Surg Res. 2019;14(1):132.

 15. Guitton TG, Doornberg JN, Raaymakers EL, Ring D, Kloen P. Fractures of 
the capitellum and trochlea. J Bone Joint Surg Am. 2009;91(2):390–7.

 16. He Y, He J, Wang F, Zhou D, Wang Y, Wang B, Xu S. Application of 
additional medial plate in treatment of proximal humeral fractures with 
unstable medial column: a finite element study and clinical practice. 
Medicine (Baltimore). 2015;94(41):e1775.

 17. Dong X, Heidari A, Mansouri A, Hao WS, Dehghani M, Saber-Samandari 
S, Toghraie D, Khandan A. Investigation of the mechanical properties of 
a bony scaffold for comminuted distal radial fractures: addition of aker-
manite nanoparticles and using a freeze-drying technique. J Mech Behav 
Biomed Mater. 2021;121:104643.

 18. Sabalic S, Kodvanj J, Pavic A. Comparative study of three models of extra-
articular distal humerus fracture osteosynthesis using the finite element 
method on an osteoporotic computational model. Injury. 2013;44(Suppl 
3):S56-61.

 19. Chen SH, Chiang MC, Hung CH, Lin SC, Chang HW. Finite element com-
parison of retrograde intramedullary nailing and locking plate fixation 
with/without an intramedullary allograft for distal femur fracture follow-
ing total knee arthroplasty. Knee. 2014;21(1):224–31.

 20. Akbari-Aghdam H, Bagherifard A, Motififard M, Parvizi J, Sheikhbahaei 
E, Esmaeili S, Saber-Samandari S, Khandan A. Development of porous 

photopolymer resin-SWCNT produced by digital light processing 
technology using for bone femur application. Arch Bone Jt Surg. 
2021;9(4):445–52.

 21. He Y, Zhang Y, Wang Y, Zhou D, Wang F. Biomechanical evaluation of a 
novel doubleplate fixation method for proximal humeral fractures with-
out medial support. J Orthop Surg Res. 2017;12(1):72.

 22. Chen AC, Lin YH, Kuo HN, Yu TC, Sun MT, Lin CL. Design optimisation and 
experimental evaluation of dorsal double plating fixation for distal radius 
fracture. Injury. 2013;44(4):527–34.

 23. Windolf M, Maza ER, Gueorguiev B, Braunstein V, Schwieger K. Treatment 
of distal humeral fractures using conventional implants. Biomechanical 
evaluation of a new implant configuration. BMC Musculoskelet Disord. 
2010;11:172.

 24. Penzkofer R, Hungerer S, Wipf F, von Oldenburg G, Augat P. Anatomical 
plate configuration affects mechanical performance in distal humerus 
fractures. Clin Biomech (Bristol, Avon). 2010;25(10):972–8.

 25. Zalavras CG, Vercillo MT, Jun BJ, Otarodifard K, Itamura JM, Lee TQ. 
Biomechanical evaluation of parallel versus orthogonal plate fixa-
tion of intra-articular distal humerus fractures. J Shoulder Elbow Surg. 
2011;20(1):12–20.

 26. Schuster I, Korner J, Arzdorf M, Schwieger K, Diederichs G, Linke B. 
Mechanical comparison in cadaver specimens of three different 
90-degree double-plate osteosyntheses for simulated C2-type distal 
humerus fractures with varying bone densities. J Orthop Trauma. 
2008;22(2):113–20.

 27. Dubberley JH, Faber KJ, Macdermid JC, Patterson SD, King GJ. Outcome 
after open reduction and internal fixation of capitellar and trochlear 
fractures. J Bone Joint Surg Am. 2006;88(1):46–54.

 28. Ring D, Jupiter JB, Gulotta L. Articular fractures of the distal part of the 
humerus. J Bone Joint Surg Am. 2003;85(2):232–8.

 29. Helfet DL, Haas NP, Schatzker J, Matter P, Moser R, Hanson B. AO philoso-
phy and principles of fracture management-its evolution and evaluation. 
J Bone Joint Surg Am. 2003;85(6):1156–60.

 30. Korner J, Lill H, Müller LP, Rommens PM, Schneider E, Linke B. The LCP-
concept in the operative treatment of distal humerus fractures–biologi-
cal, biomechanical and surgical aspects. Injury. 2003;34(Suppl 2):B20-30.

 31. O’Driscoll SW. Optimizing stability in distal humeral fracture fixation. J 
Shoulder Elbow Surg. 2005;14(1 Suppl S):186S-194S.

 32. Trinh TQ, Harris JD, Kolovich GP, Griesser MJ, Schickendantz MS, Jones GL. 
Operative management of capitellumr fractures: a systematic review. J 
Shoulder Elbow Surg. 2012;21(11):1613–22.

 33. Lee JJ, Lawton JN. Coronal shear fractures of the distal humerus. J Hand 
Surg Am. 2012;37(11):2412–7.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	Biomechanical properties of a novel fixation system for intra-articular distal humerus fractures: a finite element analysis
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusions: 

	Introduction
	Materials and methods
	Research materials
	Establishment of an internal fixation model for intra-articular fractures of the distal humerus
	Finite element biomechanical analysis
	Evaluation criteria

	Results
	Simple intra-articular fracture of the distal humerus (AO C1 type)
	Comminuted fracture of the lower distal humerus
	Coronal shear fracture of the distal humerus

	Discussion
	Conclusion
	Acknowledgements
	References


